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アルミボックスはサイズ 120 × 150 × 200 mm 
で市販のものを購入し加工した（タカチ、MB-23）。 
加熱、保温のための温度調節器は K タイプ熱電
対付き HAKKO, FINE THERMO DG2-100 とリボン
ヒーター、20 × 1500 mm、200 W である。温度調
節器は ON-OFF 式であることから、100 V にその





 Fig. 3 に 6 方バルブをアルミボックスに取り付
けていることろを示した。アルミボックスはコの字
型に折り曲げたアルミ板からできており、2 つの





































Fig. 3 The constant-temperature sampling box. 
(a) the 6 ports valve was fixed in the box, (b) a heater 
was winded on the 6 ports valve. 





















 Fig. 4 The constant-temperature sampling box was 











分析カラム： Porapak Q、2 m  
カラム槽温度： 393 K  
インジェクションポート・検出器温度： 413 K  
キャリヤガス：アルゴン、30 mL min-1  




















 Fig. 5 A chromatogram of a sampling for steam 





0.545 min:  水素ならびに一酸化炭素 
0.715 min:  メタン 
0.820 min:  二酸化炭素 
1.970 min:  水 


















とがわかった。その様子を Fig. 6 に示した。ある反
応温度一定の条件で、エタノールの分析を行った結
果である。検出されたエタノールのピーク面積は、




















 Fig. 6 The stability of ethanol detection by a gas 
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Construction of a constant-temperature sampling box for an apparatus of  
steam reforming of ethanol  
 
 
Shin-ichi Ito  
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University of Tsukuba, 
1-1-1 Tennodai, Tsukuba, Ibaraki, 305-8573 Japan  
 
 
A constant-temperature sampling box was constructed to avoid liquefaction of ethanol and water in an 
experimental apparatus in analyses of steam reforming of ethanol. The sampling box was connected to a gas 
chromatograph. It was controlled to keep at 350-390 K with a thermal controller and a heater. The analyses of ethanol 
and water were successfully carried out. 
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 ⑥海水中の重水素(以下 D と記すことがある)の存

















   D + T  → He     +  n 
                  3.5 MeV   14.1 MeV 
 
      D + D  →  T      +  p 
                  1.0 MeV    3.0 MeV 
 
      D + D  →  3He    +  n 
                  0.8 MeV    2.5 MeV 
 
      D + 3He →  He    +  p 
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